A simple automatic system using the HP-85 microcomputer for programmed potentiometric titration.
A simple way of constructing an automatic titration system is proposed, based on combination of a digital pH-meter and an automatic burette with an HP-85 microcomputer. An inexpensive interface unit based on a MOTOROLA 6800 has been developed, which permits communication of the computer with the pH-meter and the burette. The system constructed is very flexible and can find wide application in potentiometric titration and direct potentiometry with different kinds of ion-selective electrodes.